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Abstract
Background
The overdose crisis driven by synthetic opioids continues to escalate in the USA. We evaluated the efficacy of multiple manufacturing lots of a fentanyl test strip (FTS) to detect fentanyl and fentanyl analogs and assessed cross-reactivity with possible interferences.

Methods
Drug standards were dissolved in water in a laboratory setting and serially diluted. Drug dilutions were tested using five different manufacturing lots of BTNX Rapid Response (20 ng/mL cutoff) lateral flow chromatographic immunoassay strips to assess lot-to-lot variability for FTS sensitivity and cross-reactivity for the analytes of interest.

Results
All five manufacturing lots cross-reacted with fentanyl and eleven fentanyl analogs. Diphenhydramine, lidocaine, MDMA, and methamphetamine were found to cause false positives with the strips. There was notable lot-to-lot variability in the sensitivity of the strips for fentanyl, fentanyl analogs, and known interferences.

Discussion
FTS remains an important overdose prevention tool, but lot-to-lot variability in performance complicates robust instructions that balance the prevention of false positives and false negatives. Continued lot-to-lot performance assessment is recommended to ensure health education for FTS remains accurate. More sophisticated drug checking technologies and services are needed in the community landscape to augment personal FTS use to facilitate informed consumption and overdose risk mitigation.
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Background
The triple wave epidemic of overdose deaths due to prescription opioids, heroin, and illicitly manufactured fentanyls (IMF) in the USA has reached historic proportions [1]. In the USA in 2021, 80,411 deaths were attributed to opioids with a rate of 24.7/100,000 US population [2]. The fastest growing overdose wave is due to synthetic opioids other than methadone—largely IMF, i.e., fentanyl and fentanyl analogs—accounting for 70,601 reported deaths in 2021, representing a 1,173% increase from 2014[2].
Drug seizure data highlight rising levels and varieties of IMF. In 2019, the number of fentanyl reports submitted to the National Forensic Laboratory Information System (NFLIS) were more than double those for heroin [3]. Beginning in 2014, deaths attributed to IMF have risen alongside seizures [4–6]. US Northeast and Midwest regions were initially more heavily affected by fentanyl-related overdose [6, 7]; however, fentanyl is now present in the illicit substance supply in the western states on par with national availability [3], with a subsequent rise in fentanyl-related deaths west of the Mississippi [8]. The chemical family of fentanyls is growing, and while the majority of fentanyl-related overdose is attributed to the main chemical, fentanyl analogs are significantly contributing to overdose deaths. In the highly impacted region of 10 US states, fentanyl analogs were detected in overdose toxicology in 5,083 (19.5%) of 26,104 examined overdose deaths [9]. Eleven different fentanyl analogs and synthetic opioids have been identified in recent drug seizures [10], although hundreds are known to exist and more theoretically possible [11, 12]. In relation to morphine, fentanyl is 100 times as potent by weight and thus estimated to be 40 times more potent than heroin[13]. There is a 4-log range of potencies for the fentanyl analogs: from 1.5 to 10,000 times that of morphine [14, 15].
Previously, most IMF available in the USA came in the form of fentanyl-adulterated or fentanyl-substituted heroin [16]. Persons who use fentanyl-adulterated or fentanyl-substituted heroin are often unaware of the adulteration and have mixed opinions about its desirability [16–18]. Those with experience can discern fentanyl-adulterated or fentanyl-substituted heroin from heroin with several strategies, but the utility of this is unknown [16]. Recent trends, however, indicate that heroin is being replaced by fentanyl as the dominant opioid in the illicit substance supply [19, 20]. In addition to heroin, IMF has been found in counterfeit opioid and benzodiazepine pills [6, 21–23]. Increasing exposure to IMF among stimulant users (e.g., cocaine and methamphetamine) has been noted in both screening [24] and post-mortem toxicology studies [25].
Greater surveillance for IMF in the illicit substance supply is recommended to address the US crisis [13]. Point-of-use drug checking has been used in Europe and Australia to inform users of potential contamination of their substances [26–29]. A range of testing options suitable for harm reduction services are available [28]. Rapid testing for fentanyl exists as a urine immunoassay, which can be adapted to direct drug testing. These fentanyl test strips (FTSs) have emerged as a harm reduction strategy albeit with a number of challenges [16, 30–33]. Early findings on use of FTS among US community-based samples reveal acceptability [34, 35] and significant positive changes in reported drug use behavior following a positive fentanyl test [36–38]. As perceptions of fentanyl ubiquity become increasingly common in much of the USA, there is a risk the incentive for such positive behavioral changes decreases as fentanyl exposure is considered unavoidable by people who use drugs [32, 36]. However, even when fentanyl is considered unavoidable, precluding positive impacts at the individual level, people who use drugs still describe FTS as a useful tool at the community level [39].
There has been rapid implementation of FTS in several US locations, e.g., NY, MD, DE, CA [38, 40]. Current use in drug checking contexts differs in terms of sample preparation; dissolution of drugs in water as prepared for injection, re-hydration of drug residue post-preparation, and dissolution of a portion of a drug sample to be consumed undissolved are all performed and likely produce varying drug concentrations in solution. The most widely available FTS, distributed by BTNX [41], has sensitivity parameters developed for urine drug screening not direct drug testing. BTNX claims sensitivity for qualitative detection of fentanyl and its metabolite norfentanyl in urine at a cutoff concentration of 20 ng/mL [42]. They further claim ability to detect multiple fentanyl analogs including carfentanil, acetyl fentanyl, butyryl fentanyl, remifentanil, ocfentanil, sufentanil, p-fluoro fentanyl, furanyl fentanyl, valeryl fentanyl, and 3-methyl fentanyl [42].
There have now been several independent scientific assessments of BTNX (20 ng/mL cutoff) FTS for use in drug checking. As summarized in Table 1, these studies demonstrate a variance in the effective cutoff concentration for true positive detection of fentanyl, with only one assessment approaching the manufacturer reported limit of detection of 20 ng/mL [41–46]. The presence of methamphetamine and MDMA in high concentrations has been shown, by only one study, to cause false positives with the BTNX FTS [45], leading some community organizations to advocate for diluting samples to 2 mg/mL to avoid false positives [47]. The corresponding concern in diluting samples is that with unreliable limits of detection for fentanyl and its analogs, the pursuit of minimizing false positives may lead to false negatives, particularly among stimulant users who may be opioid naïve. Such concern is heightened as the overdose crisis enters a “fourth wave” characterized by increasing deaths involving stimulants, which may be a result of stimulant contamination with fentanyl, co-use, or both [48]. However, assuming the reported 20 ng/mL detection limit is accurate, diluting a homogenized drug sample to 2 mg/mL would allow the FTS to detect fentanyl present in the sample down to 0.001% purity. This level of sensitivity is likely more than adequate, even in opioid naïve users, assuming that other risk reduction strategies are also utilized.Table 1Summary of results from previous BTNX rapid response fentanyl test strip (20 ng/mL cutoff) evaluations


	Study
	Year
	Fentanyl limit of detection (ng/mL)
	Fentanyl analog cross-reactivity
	Interferences

	Green et al.
	2020
	100
	2 of 2 assessed cross-reacted
	Not Assessed

	Bergh et al.
	2021
	50
	25 of 28 assessed cross-reacted
	None found among substances assessed

	Lockwood et al.
	2021
	25
	Not Assessed
	Methamphetamine, MDMA, Diphenhydramine

	Wharton et al.
	2021
	100
	19 of 29 assessed cross-reacted
	Not Assessed

	Park et al.
	2022
	200
	13 out of 17 assessed cross-reacted
	Not Assessed




Variation in the performance of BTNX FTS makes the standardization of FTS instructions difficult and may undermine utility and user trust in FTS as a protective intervention. Recent community communication highlighted the poor performance of an individual lot of BTNX FTS and raised the concern of lot-to-lot manufacturing variability [49]. The current study is the first independent study to assess BTNX FTS across five different manufacturing lots, including lot 196, the lot reported by community advocates as defective. Limits of detection for fentanyl, a range of fentanyl analogs, and other chemical interferences were determined for each lot.

Methods
Standards, reagents, test strips
All analytical standards were purchased from Cayman Chemicals (Ann Arbor, MI) or Cerilliant Corporation (Round Rock, TX). Water used was analytical grade and purchased from Fisher Scientific. Drug-free human urine was purchased from Golden West Diagnostics (Temecula, CA). BTNX Rapid Response™ fentanyl test strips, 20 ng cutoff (sold for clinical use—part number FLY-1S48-100, referred to as BTNX-20), were obtained from BTNX (Markham, ON). Five different manufacturing lots of these test strips (D607082, 16,120,004, DOA2101018, DOA2111188, and DOA2105196, referred to as 082, 004, 018, 188, and 196 lots, respectively) were tested to assess lot-to-lot variability in performance. Lots 082 and 004 were obtained and evaluated in 2017, with lots 018, 188, and 196 obtained in 2021 and evaluated in summer 2022. The principal investigator was present for both rounds of testing to ensure continuity of methods. Both rounds of testing were performed in the same laboratory space. These test strips are lateral flow chromatographic competitive immunoassay tests [50].
Strip sensitivity and cross-reactivity
Fentanyl, fentanyl analogs and one non-fentanyl synthetic opioid, U-47700 were spiked into water at various concentrations (10 µg/mL, 5 µg/mL, 1 µg/mL, 500 ng/mL, 200 ng/mL, 100 ng/mL, 50 ng/mL, 20 ng/mL, and 10 ng/mL) and tested with the five different lots of test strips (in duplicate) according to the manufacturers’ recommendations. Assuming a 2 mg/mL dissolution of the drug samples, these fentanyl concentrations represent fentanyl present in the sample at purities ranging from 0.5 to 0.0005%. These purities are likely representative of street samples with low levels of fentanyl introduced to samples by poor handling of multiple substances in the drug supply chain. Briefly, individual test strips were immersed up to the max mark for the BTNX strips into each test vial containing the standards at specific concentrations. The test strips were held in the liquid for 10 s and then placed flat on a clean surface. Test strip results were photographed and interpreted according to manufacturer instructions within 5 min of test initiation independently by two different people. A result was concluded and recorded by consensus after discussion between the two reviewers.

Interferences
Pure analytical standards of illicit substances, common adulterants, and cutting agents were diluted in water to various concentrations to evaluate non-specific binding and/or cross-reactivity with the BTNX 20 test strips. High upper concentrations (150 mg/mL if available) for these interferences were chosen to ensure some level of cross-reactivity was achieved. Additionally, since two of these analytes (methamphetamine and MDMA) are stimulants that may be used by opioid-naïve individuals who may want greater assurance of fentanyl absence, it was hypothesized that samples expected to be stimulants would be tested at higher concentrations. In some instances, it was not possible to evaluate concentrations greater than 10 mg/mL, 25 mg/mL, or 50 mg/mL due to the limited amount of pure analytical standard available for purchase from companies supplying drug standards to laboratories with DEA licenses. Test solutions containing standards were tested according to the same procedure as described above.

Urine and water eluent comparison
The use of FTS to assess fentanyl presence in drugs dissolved in water is an off-label use of immunoassay strips designed to detect fentanyl presence in human urine. The manufacturer reported 20 ng/mL cutoff referred to the cutoff in urine. FTS performance in drug-free human urine was assessed to establish a baseline of FTS performance when used on-label to compare to their performance when used off-label. Analytical fentanyl standard was spiked into drug-free human urine and water separately at various concentrations (1 µg/mL, 500 ng/mL, 200 ng/ml, 100 ng/mL, 50 ng/mL, 20 ng/mL) and tested with three different lots in duplicate. Test solutions containing standards were tested according to the same procedure as described above.



Results
Fentanyl test strip sensitivity and cross-reactivity
The five lots of BTNX Rapid Response™ fentanyl test strips (20 ng cutoff) evaluated showed cross-reactivity for the following fentanyl analogs: 3-methylfentanyl, acetyl fentanyl, acrylfentanyl, β-hydroxy-thiofentanyl, butyrylfentanyl, carfentanil, cyclopropylfentanyl, fluorobutyrylfentanyl, furanyl fentanyl, p-fluorofentanyl, and tetrahydrofuran fentanyl (see Fig. 1). The high degree of structural similarity between fentanyl and these fentanyl analogs can be seen in Additional file 1: Fig.S1). The two lots from 2017, 082 and 004, also detected sufentanil, while the three 2021 lots did not. None of the five lots detected alfentanil or U-47700 at any concentration, with these two synthetic opioids and sufentanil having more significant structural differences from fentanyl and the other analogs (see Additional file 1: Fig.S1).[image: ]
Fig. 1Fentanyl test strip reactivity with fentanyl and select fentanyl analogs. BTNX Rapid Response Fentanyl Test Strip (20 ng/mL cutoff) limits of detection for fentanyl and fentanyl analogs. POS indicates a positive result, NEG indicates a negative result


Sensitivities for fentanyl and fentanyl analogs varied significantly across the five lots of BTNX test strips evaluated. The two lots evaluated in 2017, 082, and 004, detected fentanyl at the manufacturer reported cutoff of 20 ng/mL. The three lots obtained in 2021, 018, 188, and 196, were only able to detect fentanyl down to a lower limit of 200 ng/mL, an order of magnitude above the reported cutoff (see Fig. 1). Sensitivity for 3-methylfentanyl, fluorobutyrylfentanyl, and tetrahydrofuran fentanyl were approximately the same across all five lots of BTNX strips, with differences in sensitivity for other analogs largely falling along lines of whether the lot was sourced in 2017 or 2021. The three lots sourced in 2021 (018, 188, and 196) exhibited enhanced sensitivity for acetyl fentanyl, β-hydroxy-thiofentanyl, furanyl fentanyl, and p-fluorofentanyl, with lower limits of detection ten to fifty times lower than the 2017 lots. Alternatively, the three 2021 lots demonstrated poorer sensitivity relative to the 2017 lots for acrylfentanyl (with the exception of lot 196), butyryl fentanyl, and carfentanil (with lot 018 showing improved sensitivity relative to the other 2021 lots, but still inferior to the 2017 lots). Sensitivity varied between the three lots of 2021 sourced strips for multiple analogs, with particular variance for acrylfentanyl, carfentanil, and cyclopropylfentanyl (Fig. 1).

Fentanyl test strip interferences
Cross-reactivity with other illicit drugs and potential cutting agents or adulterants was evaluated for the BTNX-20 test strips. For the two 2017 sourced lots, 082 and 004, heroin (10 µg/mL), 6-acetylcodeine (10 µg/mL), quinidine (10 µg/mL), cocaine (25 mg/mL), and ketamine (25 mg/mL) showed no degree of cross-reactivity or interference. Positive interferences were detected for diphenhydramine and lidocaine at 100 mg/mL. MDMA produced a positive result on the test strip at 50 mg/mL. Cross-reactivity with methamphetamine was stereospecific, with l-methamphetamine at 25 mg/mL producing a negative result and d-methamphetamine producing a positive result when tested at 5 mg/mL.
Follow-up interference testing was performed on the 2021 sourced lots on known interferences from the 2017 lots and literature. Lidocaine (2.5 mg/mL) and d-methamphetamine (10 mg/mL) produced false positives at the same cutoffs across all three lots. MDMA produced false positives at 5 mg/mL for lots 018 and 188, but at 2.5 mg/mL for lot 196. Levamisole, a common cocaine adulterant, showed no degree of cross-reactivity up to 100 mg/mL. Diphenhydramine, a common heroin adulterant, showed cross-reactivity at 0.5 mg/mL for lots 018 and 188 and 1 mg/mL for 196, but exhibited limited cross-reactivity at 50 and 100 mg/mL. This limited cross-reactivity at 50 and 100 mg/mL was characterized by unusually faint control lines and extremely faint to invisible test lines, resulting in consensus negative assessments at these concentrations (Fig. 2). These experiments were repeated, and the same unexplained results were observed. For lot 196, multiple different strips did not show a control line at 50 mg/mL, marked as “N/A” in Fig. 2.[image: ]
Fig. 2Fentanyl test strip reactivity with interferences. BTNX Rapid Response Fentanyl Test Strip (20 ng/mL cutoff) limits of cross-reactivity for interferences. POS indicates a positive result, NEG indicates a negative result, N/A indicates a lack of control line on multiple tests indicating an invalid test, and Not Tested indicates concentrations not evaluated



Urine and water as test strip eluent comparison
Test strip performance in drug-free human urine was assessed in the three 2021 sourced lots to explore whether the lower-than-expected sensitivity for fentanyl could be due to the use of water as test strip eluent. All three lots did perform better in urine than water, with two lots (018 and 196) having a lower cutoff of 50 ng/mL, and the third (118) having a lower cutoff of 100 ng/mL (Additional file 2: Fig. S2). Control and test lines were visibly brighter on urine-tested strips than strips tested on water solutions evaluated contemporarily, which reproduced fentanyl detection cutoffs found in previous testing.


Discussion
The laboratory sensitivity testing of five BTNX-20 fentanyl test strips revealed findings that have important implications for real-world testing. From 2017 to 2021, the BTNX-20 strips decreased in sensitivity for fentanyl from 20 to 200 ng/mL, consistent with other laboratory testing trends in those time periods [41, 43–46]. This loss of sensitivity for fentanyl with the recent lots is concerning. None of the lots evaluated detected alfentanil or the non-fentanyl synthetic opioid U-47700, and the recent lots did not detect sufentanil. The U series of synthetic opioids is growing in member number and are regularly detected in the illicit substance supply, with U-47700 availability seeming to peak in 2017–2018 but remaining available [51]. The lower sensitivity of the 2021 lots for carfentanil is concerning, as this potent fentanyl analog has been noted in several deadly overdose outbreaks [52, 53]. Improved FTS performance for fentanyl in urine compared to water indicates that the manufacturer reported sensitivity cutoff of 20 ng/mL is likely urine-specific and cannot be extrapolated reliably to drugs dissolved in water, the generic scenario in harm reduction contexts. However, FTS cutoffs in urine solutions did not reproduce the manufacturer-reported cutoffs and were lot dependent, with the two best performing of three lots evaluated having a lower limit of 50 ng/mL.
Specificity testing found false positives for methamphetamine and MDMA, consistent with a previous evaluation [45]. This is an important finding as stimulant-only users may have greater interest in screening their drugs for fentanyl given their lack of tolerance for opioids. The finding that d-isomer of methamphetamine is falsely positive for fentanyl at lower concentrations is key, as the street supply of methamphetamine is predominately d-isomer of high purity [54]. Accurate fentanyl detection in stimulant samples is increasingly important as the overdose crisis enters a “fourth wave” characterized by an increase in stimulant-related overdoses [48]. The decrease in sensitivity for methamphetamine cross-reaction with BTNX-20 strips from 5 in the 2017 lots to 10 mg/mL across all 2021 lots is thus a gain in immunoassay selectivity, reducing the likelihood of methamphetamine induced false positives. However, the concentration threshold for MDMA false positives with the BTNX-20 strips decreased between the 2017 and 2021 lots, from 50 to 2.5–5 mg/mL. Whereas with 2017 lots, the cutoff for MDMA false positives was higher than likely sample concentrations for an FTS test (i.e., it is unlikely someone would dissolve a sample as high as 50 mg/mL for testing), the 2021 lots cause false positives between 2.5 and 5 mg/mL, a more realistic testing concentration. Similarly, lidocaine, a common adulterant of cocaine [55], and diphenhydramine, a common adulterant of opioids [56], gave false-positive BTNX-20 results at 100 mg/mL for the 2017 lots, with false positives occurring at more realistic testing concentrations of 2.5 and 0.5–1 mg/mL for the 2021 lots, respectively. However, at the higher concentrations of diphenhydramine (beyond realistic testing concentrations), we observed repeated paradoxical results with the 2021 lots.
These longitudinal changes in interference sensitivities highlight the need for continued assessment of new test strip lots, and the difficulty of providing a robust set of instructions for sample dilution prior to test strip use. Some harm reduction organizations recommend precise dilution guidelines for use of the BTNX-20 strips, for example, to dilute methamphetamine and MDMA down to 2 mg/mL to avoid false positives. These instructions, originally based on the results of interference testing with the 2017 lots, would now leave the strips vulnerable to a diphenhydramine or MDMA false positive with strips performing at the level of the 2021 lots. Similarly, given the lower fentanyl sensitivity for the 2021 lots compared to the 2017 lots, false negatives are possible with excessive dilution of fentanyl and fentanyl analogs below the limit of detection. Additional file 3: Table S1 A–D illustrates how longitudinal changes in lot-to-lot FTS performance while balancing false-positive and false-negative possibilities make determining an ideal sample concentration difficult.
While lot-to-lot variability should be considered, FTS remains sensitive to fentanyl and fentanyl analogs to create a broad window of concentrations between undesired interference cross-reactivity and desired fentanyl analog detection cutoffs. Drug checking samples in British Columbia confirmed by laboratory reference qNMR methods determined that FTS failed to detect fentanyl in 4 of 173 (2.3%) fentanyl-positive samples, with all four false-negative samples containing fentanyl at 5% concentration by weight or less [57]. These real-world results, produced using FTS with drug samples concentrations of approximately 30 μg/mL [58], indicate good FTS sensitivity performance at a low concentration that eliminates false positives. Expected opioids comprised 70% of samples tested, and only 9% were expected stimulants, limiting generalizability of FTS effectiveness when testing drugs other than opioids and when testing outside a fixed drug checking site with staff experienced with FTS use [57]. When instructing ideal FTS testing concentrations, public health education for FTS use should weigh the need to prevent false negatives for fentanyl and fentanyl analogs with the desire to avoid false positives with known interferences.
There are alternative portable technologies for screening for IMF including infrared spectroscopy and Raman spectroscopy [28, 43]. These may be useful in harm reduction service settings, e.g., supervised consumption spaces and syringe services, due to their ability to detect other drugs beyond fentanyl analogs, although these vibrational spectroscopy methods likely still require FTS augmentation to compensate for low sensitivity [57]. Mass spectrometry drug checking methods would likely be superior to IR and Raman spectroscopy methods and would not require FTS due to superior sensitivity [28]. The clear downsides of mass spectrometry are cost and access, although paper-spray mass spectrometry has been successfully implemented for fixed location drug checking in Canada [59]. FTS has the advantage in terms of cost, portability and adoptability, but their variation in performance and vulnerability to interferences may lead to false positives and false negatives without sample preparation instructions corresponding to the specific manufacturing lot.
Some limitations of these analyses should be noted. In this study, the 13 most cited fentanyl analogs were evaluated for cross-reactivity with the FTS; however, numerous additional fentanyl analogs exist, and their degree of cross-reactivity is still unknown. Additionally, only 11 illicit drugs and adulterants were evaluated for potential cross-reactivity and other untested substances could produce a false-positive FTS result. Determination of the FTS results by visual observation of the absence or presence of a line is subjective, which is a real-world limitation of their use and a potential limitation of the results of this study. All results were evaluated by 2 or more people in attempts to decrease subjectivity, but this process could be improved by recording individual reviewer analysis instead of only consensus decision to facilitate calculation of a Kappa statistic to summarize evaluator agreement. It is the nature of the FTS that not all results are clearly positive or negative.

Conclusion
Drug checking has become an important aspect of harm reduction in the age of fentanyls. Expansion of these services is deemed essential albeit with concerns regarding capacity building, sustainability, and integration across services [60]. FTS is the most scalable drug checking technology, but challenges to implementation accuracy remain. The leading FTS, BTNX-20, demonstrated fentanyl sensitivity matching manufacturer claims for lots obtained in 2017, but more recent lots from 2021 were an order of magnitude less sensitive. Sensitivities for multiple fentanyl analogs also changed in either direction between the 2017 and 2021 lots. Relative to the 2017 lots, the 2021 lots had lower sensitivity for three analogs, most notably carfentanil, but improved sensitivity for four other analogs. There was no lot-to-lot variability for the two 2017 lots, but lot-to-lot variability was evident among the three 2021 lots, with sensitivities for analogs often different between the lots by one to two dilution steps.
The loss of fentanyl sensitivity from 2017 to 2021 was accompanied by an unwanted 10-to-100-fold increase in sensitivity for known interferences diphenhydramine, lidocaine, and MDMA. However, cross-reactivity for d-methamphetamine decreased to a threshold of 10 mg/mL, decreasing the chances of a false-positive result for fentanyl when testing methamphetamine. FTS is a scalable technology but limited in scope of information delivered. The analyses presented here support the continued use of FTS as part of an overdose prevention cascade that should include more sophisticated drug checking technologies. This study highlights the need for independent assessment of lot-to-lot performance of FTS and transparency regarding changes in reagents and manufacturing processes by FTS distributors.
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